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APPEARANCE

1) Endcaps - ends cushioned to help protect level from damage
2) Bubble Vial - the level or plumb of a surface can also be
accurately measured by positioning the bubble inside the vial
in between the marks on the vial’s surface.

3) Keyboard

4) LCD Display with blue backlight. Large, easy-to-read
display screen reads right side up even when level is upside
down.

5) Measuring surface - only bottom surface is the measur-
ing surface

6) Battery compartment holds 2 AAA batteries to power the
LCD display (included)

GEOOPTIC www.geooptic.ru



Level 60/80/100

instruments.

LCD SCREEN ICONS

[ Replace batteries when the Battery Power Icon is displayed. Only displayed when battery power is low.
(((h Sound/Beeper Icon - this icon appears on the screen when the beeper function is activated.
EF Indicates that the level is working in relative angle mode.

This icon appears on the screen when the HOLD function is activated.

-1- Indicates that the digital level is calibrating for one direction.
-2- Indicates that the digital level is calibrating for another direction.
KEY FUNCTIONS

1) Button A - press once to turn the LCD display on. Press the but-
ton again to set current angle to zero, REF icon will be displayed
to indicate relative angle measurement mode. Hold button A for 3
seconds to turn off. An auto-off feature shuts the display off after a HOLDBOND B
period of inactivity to preserve battery life. U =l
2) Button B - press once to enter the HOLD function and for the H icon (L]

be displayed, press once again to release hold function. Press and hold A
button for 3 seconds to activate sound function. Beeper will sound at .
level (0) and plumb (90). The sound function utilizes a series of beeps
that increase in tempo eventually reaching a constant tone at exactly 0
and 90 degrees as it approaches 0 and 90 degreees.

GEOOPTIC www.geooptic.ru

mmim % infft

ONIREFIOFF “UiGHT




Level 60/80/100 5

instruments

3) Button C converts angles to different units. Push once to change the display units from degrees (°) to mm/m, to percent slope (%), to
pitch (in/ft). Hold button for 3 seconds to turn on light. Touch any key to illuminate the display while light function is on. Hold button
again for 3 seconds to turn off light.

SPECIFICATION
Power supply 2x1.5 V AAA batteries
Angle measuring range 4x90
Resolution 0.1
Accuracy of digital display 0.2
Accuracy of vial +/-0.029°
Working temperature -10°C to 50°C

Storage&shipping temperature

-20°C to 70°C

Auto shut off

after 5 minutes of inactivity

GEOOPTIC
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Note:

1) The digital level has been pre-calibrated at the factory.

2) The level should only be recalibrated if level has been dropped.

3) “ERRO” shows when either the forward tilt angle or backward tilt angle is not less 30°.

CALIBRATING

1. Place the digital level on a flat and smooth surface, press A button and B button at the same time, the calibration mode is activated
and “-1-" will be displayed. Press A button again, “-1-" will flash briefly. Do not move until -2- is displayed.

2. Rotate the level 180° in the same location and press A button, -2- will flash briefly. Do not move until the unit has completed the
calibration and reset the display to the current level.

GEOOPTIC www.geooptic.ru
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Horizontal

Once the POWER button is turned on, lay the level on the
surface you want to level. In standard ABS mode the LCD dis-
play will show the surface you are measuring as a line either
above or below the true level line, and the degree to which
the surface is off, with symbol +/- showing how to adjust the
surface to be leveled.

If the beeper is activated, the beeper will sound at 0° and 90°.

Pitch
The digital level can be used to measure the pitch of a roof.
It measures the pitch in inches of rise per foot or millimeters
of rise per meter of run. Push button C for the appropriate
mode.
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Slope

The digital level measures the slope of a surface in percent.

This is useful when laying pipe for proper drainage. When

the conversion button is in the slope mode, it will display (%).
B If the sound mode has been activated, the level will beep at

| 0.0%.

Warranty

This product is warranted by the manufacturer to the original purchaser to be free from defects in material and workmanship under
normal use for a period of two (2) years from the date of purchase.

During the warranty period, and upon proof of purchase, the product will be repaired or replaced (with the same or similar model at
manufactures option), without charge for either parts of labour.

In case of a defect please contact the dealer where you originally purchased this product. The warranty will not apply to this product
if it has been misused, abused or altered. Withiut limiting the foregoing, leakage of the battery, bending or dropping the unit are
presumed to be defects resulting from misuse or abuse.
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Exceptions from responsibility

The user of this product is expected to follow the instructions given in operators’ manual.

Although all instruments left our warehouse in perfect condition and adjustment the user is expected to carry out periodic checks of
the product’s accuracy and general performance.

The manufacturer, or its representatives, assumes no responsibility of results of a faulty or intentional usage or misuse including any
direct, indirect, consequential damage, and loss of profits.

The manufacturer, or its representatives, assumes no responsibility for consequential damage, and loss of profits by any disaster
(earthquake, storm, flood ...), fire, accident, or an act of a third party and/or a usage in other than usual conditions.

The manufacturer, or its representatives, assumes no responsibility for any damage, and loss of profits due to a change of data, loss
of data and interruption of business etc., caused by using the product or an unusable product.

The manufacturer, or its representatives, assumes no responsibility for any damage, and loss of profits caused by usage other thsn
explained in the users’ manual.

The manufacturer, or its representatives, assumes no responsibility for damage caused by wrong movement or action due to connect-
ing with other products.

GEOOPTIC www.geooptic.ru



WARRANTY DOESN’T EXTEND TO FOLLOWING CASES:
1. If the standard or serial product number will be changed, erased, removed or wil be unreadable.
2. Periodic maintenance, repair or changing parts as a result of their normal runout.

3. All adaptations and modifications with the purpose of improvement and expansion of normal sphere of product application, men-
tioned in the service instruction, without tentative written agreement of the expert provider.

4. Service by anyone other than an authorized service center.

5. Damage to products or parts caused by misuse, including, without limitation, misapplication or nrgligence of the terms of service
instruction.

6. Power supply units, chargers, accessories, wearing parts.

7. Products, damaged from mishandling, faulty adjustment, maintenance with low-quality and non-standard materials, presence of
any liquids and foreign objects inside the product.

8. Acts of God and/or actions of third persons.

9. In case of unwarranted repair till the end of warranty period because of damages during the operation of the product, it’s transpor-
tation and storing, warranty doesn’t resume.

For more information you can visit our website WWW.ADAINSTRUMENTS.COM
or write the letter with your questions on info@adainstruments.com
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WARRANTY CARD

Name and model of the product

Serial number date of sale.

Name of commercial organization stamp of commercial organization

Warranty period for the instrument explotation is 24 months after the date of original retail purchase.

During this warranty period the owner of the product has the right for free repair of his instrument in case of manufacturing defects.
Warranty is valid only with original warranty card, fully and clear filled (stamp or mark of thr seller is obligatory).

Technical examination of instruments for fault identification which is under the warranty, is made only in the authorized service center.

In no event shall manufacturer be liable before the client for direct or consewuential damages, loss of profit or any other damage which
occur in the result of the instrument outage.

The product is received in the state of operability, without any visible damages, in full completeness. It is tested in my presence. | have no
complaints to the product quality. | am familiar with the conditions of garranty service and i agree.

purchaser signature

Before operating you should read service instruction!

If you have any questions about the warranty service and technical support contact seller of this product

GEOOPTIC www.geooptic.ru



Certificate of acceptance and sale

name and model of the instrument

Corresponds to

designation of standard and technical requirements

Data of issue

Stamp of quality control department
Price

Sold Date of sale

name of commercial establishment
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PyKOBOHCTBO Mo SKCITyaTaluuu

CTpouTe/IbHbIil YPOBEHD
Mopnens: ProLevel 60/80/100
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BHELIHUWIA BUJT

1) Kpblluku npuoopa - KpblKE YPOBHS 3aLIUIIAIOT IPHOOp
OT MOBPEKACHUN

2) Ily3bIpbKOBbIe YPOBHH - C IIOMOIIBIO ITy3bIPHKOBBIX
YPOBHEil Bbl MOKETE YCTAHOBUTH JICKTPOHHBIH ypOBEHb B
TOPU30HTAJIbHOM U BEPTUKAJILHOM IMOJIOKEHUAX.

3) KnaBuunasi nanejn

4) KK nucnuieii ¢ moacBetkoil. Bombiioi, 1erkounTaemplit
9KpaH BOCIIPOU3BOAMUT PE3YJIbTAThl M3MEPEHUIl Jake B TOM
clydae, ecii Ipubop nepeBepHyT.

5) U3mepuTe/IbHOI NOBEPXHOCTHIO SBISETCS OCHOBAHHE
npubopa

6) Barapeiinbiii orcek - 2XAAA Garapeu.
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3HAYKH HA JUCILJIEE

3ameHnTe 6a’rapelo, €CJIM Ha JIUCILICE 3aropacTcs 3TOT 3HaY0K

(((' DTOT 3HAYOK MOSBIISICTCS TIpA aKTUBallMA d)yHKL[HI/I 3BYKOBOTO CUTHAJIa
REF I/IHHHKaL{Hﬂ paGOTLI YPOBHA B pEIKUME U3MEPCHHS OTHOCUTCIIBHOI'O YTIJIa

DTOT 3HAYOK MOsBIseTCS NpH akTHBauy GpyHkimun HOLD

-1- Wuaukanus kaanOpoBKU VISl OHOTO HAMpPaBICHHS
-2- WHankaiwms KanuOpOBKH ISt IPYrOro HAIPaBICHUS
KHOIIKHU

1) KHonka A - HayKMuTe Ha KHOIIKY OZIFH Pa3, YTOObI BKIIFOUNTb IUCTLICH.
HasxmuTe Ha KHOTIKY e1iie pas3, 4T00bI yCTaHOBUTH TEKYILIHIT yTOI Ha HOJTb.
Ha mucriee Gyzet oroOparkarsest 3uaqok REF 111 0603Hauenus paboTs
peKNUMa M3MEpEeHNsT OTHOCHTENBHOTO yria. JUhTespHOe Hakatne Ha WOLDSOUND B
KHOIIKY BBIKJIIO4aeT npubop. [IpuGop OTKIIOaeTCsl aBTOMATHYECKH, e =d
€CJIU Bbl KAKOE-TO BPEMS HE MOJIb3YETECh UM.

2) Knonka B - HakmMuTe Ha KHOIKY OJMH a3, 4TOObI aKTHBUPOBATH
dynkumro HOLD  (coxpanenue usMmepeHHoro 3Hadenus). Ha 0
nucruiee 3aropaercs “H”. Hakmure Ha KHONKy ere pas, 4ToObI
BBINTH 13 QyHKIMM coxpaHeHus. HaxmuTe u yaepkupaiite KHOIKY
OKOJO 3 CeKyHJ, 4TOObl aKTMBHPOBATh (YHKIHIO 3BYKOBOTO

[ — mmim % invft
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CHHaJIa. 3BYKOBOW CHMTHAJ TMOSBIISICTCS NMPH TOPU30HTAIBHOM HosokeHHn 0° U BepTHKaIbHOM rnosoxeHuH 90°. TIpephIBUCTHINH 3BYKOBOMI
CHTIHAJI CTAHOBHUTCS TIOCTOSIHHBIM NTpU nprOxerun k 0° u 90°.

3) Knonka C npeoOpa3oBEIBacT 3HAYCHHS B Pa3HbIC ¢AMHUIBI H3MepeHns. HakMuTe Ha KHOIKY OJMH pa3, 9TOOBI H3MEHHUTH SIMHHIIBI
U3MEpEHHs - C TPaJlycoB Ha MM/M, %, mioiimbl, GyTel. HaxkxmuTe U ynepkuBaiiTe KHOIKY OKOJIO 3 CEKyHI, YTOOBI BKIIOYUTH MOICBETKY.
HaxmuTe ¥ ylepKnBaiiTe KHOIKY OKOJIO 3 CeKyHJI, YTOOBI BEIKIIOYUTE MOJCBETKY.

TEXHUYECKHE XAPAKTEPUCTUKH

Wcrounuk nutanus 2xAAA, 1.5B

Jluarna3zoH yriioBoro M3MepeHus 4x90

Pazpemrenne 0.1

TouHoCTh 1IU(POBOTO AUCILIES 0.2

To4YHOCTB 1y3BIPHKOBOTO YPOBHS +/-0.029°

PaGouas Temmneparypa -10°C no 50°C
Temmneparypa XpaHeHHUs M TPAHCIIOPTUPOBKH -20°C o 70°C
ABTOMaTHYECKOE OTKIIIOYEHUE 4epes3 5 MHH HEaKTHUBHOCTH

GEOOPTIC www.geooptic.ru
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Baxuo:

1) LHndposoii ypoBeHb 0TKaIMOPOBAH Ha 3aBOZE.

2) LiudpoBoit ypoBeHb JOMKEH ObITh OTKATHOPOBAH, €CITH BBI €T0 YPOHHIIH.

3) 3nauox “ERRO” nosiBisieTcs B TOM CiIydae, €Cii ypOBEHb OTKIOHEH OT BepTUKaiu Oonee ueM Ha 30°.

KAJIMBPOBKA
1. ITonoxwute mpuOOp HA MIAKYIO POBHYIO IIOBEPXHOCTh. HaskMuTe KHONKY A 1 B 0THOBpeMeHHO. AKTHBHPYETCS PEXKUM KaTHOPOBKH

1 Ha Jucruiee 0ToOpasuTcs 3Hayok “-1-”. Haxxmute Ha KHONKY A emie pa3. 3Hadok “-1-” 3amuraer. He nBuraiite mpuGop, moxa Ha
9KpaHe He 0TOOPAa3UTCs 3HAYOK “-2-".

2. IMosepuure npudop Ha 180°, He Mensist nonoxkenus. Haxmure Ha kHornky A. Ha ucruiee HadHer Murarh 3Haqok “-2-". He nBuraiite
npubop, MOoKa HE 3aBEPIIUTCS NPOLECC KaTUOPOBKH.

GEOOPTIC www.geooptic.ru
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BoipaBHMBaHuUe

Bruirounte npubop v MOI0KUTE 1o Ha HOBEPXHOCTb, KOTOPYIO
XOTHTE H3MepUTh. B cranmaptHomM pexume paborsl ABS
JCILIeH 0TOOpakaeT M3MEPUTEINIbHYIO IOBEPXHOCTh B BHJIE
JIMHUM KaK BBIIIC, TAK U HUIKC HaCTOﬂlllef;l FOpMBOHTaJ’IbHOﬁ
JIMHUM, @ TaKkke rpaaycbl. CHMBOBI +/- IOKa3bIBAIOT, KaK
HACTPOHUTh HOBEPXHOCTb, KOTOPYIO HEOOXOMMO BBIPOBHSITH.
Ecnn BritoueHa (yHKIMS 3ByKOBOIO CHUTHANA, TO Pasgactces
3BYK 1ipu 0° u 90°.

Ckar KpbIlU

Hudposoit  ypoBeHb MOXKET ObITh HCIOIb30BAH IS
usMepeHusi ckara kpeimm. Hakmunre kHonky C, 4ToObBI
BBIOpATh HEOOXOJUMBIH PEIKUM.

GEOOPTIC www.geooptic.ru
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Yrion

[ b IpuGop m3MepsieT YKJIOH IIOBEPXHOCTH B MPOLEHTAX. JTa

(YHKIMST MOXET IPHMEHSTBCS NpH yKiaaake TpyO. Ecmm

KHOIKA MPe0Opa30BaHMs CAMHULl M3MEPEHHs] BKIIOYCHA B
L PEKUM yKIIOHA, Ha JJUCILIee OyayT OTOOPaXaThCst IPOLCHTBL.

| Eciu pexuM 3ByKOBOTO CHIHAllda aKTUBHPOBAH - YPOBCHB

T nogact 3ByKoBoii curnain npu 0.00%.

TapanTus

[IpousBoauTens MpeaoCTaBIseT TAapaHTHIO HA MPOAYKIHIO MOKYNATENII0 B ciydae Ae(EeKTOB Marepuana WIM KauecTBa €ro
M3rOTOBJICHUSI BO BPEMs HCIIOIb30BAHHUs 000PYIOBAHUS C COONIOACHHEM HHCTPYKIMHU MOJIb30BATENs HA CPOK 0 2 JIeT CO JHA
MOKyHKU. Bo BpeMsi rapaHTHITHOTO CpOKa, IPH MPeIbsIBICHUN T0Ka3aTeIbCTBA MOKYIIKH, MPUOOp OyJeT MOYHMHEH MM 3aMEHEH
Ha TaKylo K€ WJIM aHAJIOTHYHYI0 MOjeib OecrutatHo. ['apanTHiiHbIe 0043aTeNIbCTBA TAKKE PACIPOCTPAHSIOTCS U Ha 3alacHbIe
YyacTH.

B cnyuae nedexra, noxanyiicra, CBSHKUTECH C AMIEPOM, Y KOTOPOTO B probpenn npubop. ['apanTtust He pacnpocTpaHsercs
Ha MPOAYKT, €CIU MOBPEKACHUS BO3HUKIIM B PE3YJIbTATE J:[e(bopmaunn, HENPABUJIILHOI'O UCIIOJIb30BAHUS WJIM HEHAUICKALIECTO

GEOOPTIC www.geooptic.ru
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obparmeHus. I'apaHTus He pacIPOCTPaHACTCS Ha IIPOYKT, €CIH TIOBPEKICHH BOSHUKIN B pe3ybrare AedopMaliy, HelpaBHIBHOIO
UCIIONIb30BaHMS HIIH HEHA/UIKAIIEro 00paIeHHUs.

Bce BhIen3noxkeHHbIE 6€30 BCAKUX OrpaHMYICHHI MPUUKHBI, a TAKKe yTeuka Oarapen, nedopmanys npubopa sSBISIOTCs AeeKTamu,
KOTOpBIEC BO3HHKIIM B Pe3yJIbTaTe HeMPAaBUIBHOIO HCIOIB30BAHUS HIIM IIOXOT0 00paIeHus.

OcBoGo:kIeHHE OT OTBETCTBEHHOCTH

TTonb30BaTeNIO JAHHOTO TPOAYKTa HEOOXOIMMO CIIe/IOBaTh MHCTPYKIHSAM, KOTOPBIEC NMPHUBEICHBI B PyKOBOJCTBE IO SKCILTyaTallHH.
Jlaxke, HECMOTPS Ha TO, YTO BCe MPOOPHI IIPOBEPEHBI IIPOM3BOIHTEIEM, MOIB30BATENb JODKEH NPOBEPATh TOYHOCTH NMPHOOPA U ero
paborty.

TIpon3BOaUTENb WM €TI0 HPEJCTAaBUTENM HE HECYT OTBETCTBEHHOCTH 3a IPSAMBIC MIIM KOCBEHHBIC YOBITKH, YIyIICHHYIO BBITOLY HIIH
MHOM yIep6, BOBHUKIINIA B pe3ylbTaTe HeMPaBUIBHOIO 0OPAIEHHs C TIPHOOPOM.

TIpou3BoOaUTENb HIIM €TI0 MPEICTABUTENH HE HECYT OTBETCTBEHHOCTH 3a KOCBEHHBIC YOBITKH, YIYIICHHYIO BBIIOJy, BO3HHKIINE B
pesynbTare KatacTpod (3eMiIeTpsCeHHe, ITOPM, HABOJAHEHHE U T.J.), 0apa, HECUYaCTHBIX CIIydaeB, ICHCTBHSA TPETHUX JIMI H/HIIH
HUCTIONIb30BaHHE IPHOOPA B HEOOBIYHBIX YCTOBHSX.

TIpon3BOaUTENb HIIM €T0 MPEICTABUTENH HE HECYT OTBETCTBEHHOCTH 3a KOCBEHHBIC YOBITKH, YIYIICHHYIO BBIIOJy, BO3HHKIINE B
pe3ynbTaTe N3MEHEHHS JAHHBIX, IOTEPH JAaHHBIX M BPEMEHHOI IPHOCTAHOBKM OM3HECa H T.JI., BRI3BAaHHBIX IIPHMEHEHHUEM PHOOpa.
TIpon3BoaUTENb HIIM €TI0 MPEICTABUTENH HE HECYT OTBETCTBEHHOCTH 3a KOCBEHHBIC YOBITKH, YIYIICHHYIO BBIIOJy, BO3HHKIINE B
PpesynbTaTe UCIONBb30BaHHs IPHOOpA He MO HHCTPYKIHH.

GEOOPTIC www.geooptic.ru



TAPAHTUIHBIE OBSI3BATEJIBCTBA HE PACITIPOCTPAHSIIOTCS HA CJIEJIYIOIIME CJIYYAU:
1.Ecnu Gyner n3meHeH, ctepr, ynaaeH uiu Oyaet Hepa30opuKuB TUITOBOM WITH CEPUITHBII HOMEp Ha H3ICIUH;
2.ITepuonnueckoe 00CIy)KUBaHUE U PEMOHT WITH 3aMEHY 3aI4acTell B CBA3M C X HOPMAaJIbHBIM H3HOCOM;

3.JIro0ble aganTanuy ¥ N3MEHEHHUS C 1IEJbI0 YCOBEPIICHCTBOBAHHUS H PACIIMPEHUS 00BIYHOI chepbl TPUMEHEHNUs H3/1eTns,
YKa3aHHOH B MHCTPYKIMH T10 9KCILTyaTaluy, 6€3 MpeBapUTeIbHOr0 MICbMEHHOTO COMIALICHHS CTIEHAIICTa MOCTABIINKA;

4.PeMOHT, NPON3BEICHHBIH HE YIIOJTHOMOYEHHBIM Ha TO CEPBHCHBIM LIEHTPOM;

5.Yuiep0 B pe3ynbTate HENpPaBHUILHON HKCILTYaTAluK, BKIIOYAs, HO HE OTPAHMYMBASACH STUM, CJIEIyIOIIee: HCIONIb30BHANE U3CIHs
HE 110 HA3HAYECHUIO HJIM HE B COOTBETCTBUH C MHCTPYKIHUEH 110 SKCILTyaTalluy Ha mpuoop;

6.Ha sneMeHTBI MUTaHus, 3apsAHbIE yCTPONHCTBA, KOMIUIEKTYIOIIHE, OBICTPON3HAINBAIOIIMECS U 3AMTACHBIC YaCTH;

7. V3nenusi, MOBPEXkKACHHBIC B pE3y/IbTaTe HEOPEKHOTO OTHOIIECHHUS, HEMPABHIILHOI PErynHPOBKH, HEHAUISKAIIETO TEXHUYECKOTO
00CITy)KMBAHUS C TIPUMEHEHHEM HEKaUeCTBEHHBIX U HECTAHAAPTHBIX PACXOAHBIX MATEPHANIOB, TIOMAJAHHS KUAKOCTEH
MOCTOPOHHUX MPEAMETOB BHYTPb.

8.BoszeiicTBuie GhakTOpOB HEMPEOTOIUMOI CHUIIBI U/HIIH JSUCTBHE TPETHHUX JINLL;

9.B cimyyae HerapaHTHiHOrO peMOHTa MPUOOpPA 10 OKOHYAHUS TAPAHTUHHOTO CPOKA, MPOU3OIIEAIIETO M0 MPHYNHE TTOTYYSHHBIX
MOBPEXKACHHIT B X0/I¢ YKCIUTyaTallMH, TPAHCIIOPTUPOBKH MITH XPAHEHHs, U HE BO3OOHOBIISICTCS.

Jlst nonyuenus 10nonHuTebHoM nHdopmanuu Ber moskere noceruts Ham Murepuer caiit WWW.ADAINSTRUMENTS.COM
WM HAIMCATh MUCBMO ¢ HHTEpecylomnmMu Bac Bonpocamu Ha sinekTponnslii aapec info@adainstruments.com

GEOOPTIC www.geooptic.ru



FAPAHTUMHBIW TANOH

HanmenoBanue n3nenus 1 MOJelb

CepuiiHblii HOMEp Jlara nponaxu
HaumenoBaHHe TOProBoii OpraHU3aul IITamIr TOProBoii OpraHU3aIHK MIL.

TapaHTHITHBI CPOK SKCILTyaTalliy NMPHOOPOB COCTaBIseT 24 Mecsla CO JHsA NPOJAXH M PacIpOCTpaHAETCS Ha 00opyrnoBaHHE,
BBE3CHHOE Ha TeppuTopuio PO odHIIMaIEHEIM HMIIOPTEPOM.

B TeueHMn rapaHTHIHOrO Cpoka Biajelell MMeeT IIPaBo Ha OCCIUIATHBIA PEMOHT W3JENHs 1O HEHCIPABHOCTSM, SBIISIONIAMCS
CIIE/ICTBHEM TIPOM3BOJICTBEHHBIX e(EKTOB.

TapaHTHitHEIC 00513aTeNIbCTBA JCHCTBUTEIIBHBI TOIBKO 110 IPEABABICHHH OPHTHHAIBHOTO TAJIOHA, 3aII0JJHEHHOTO IIOTHOCTBIO U YETKO
(HaIM4Ke IeYaT! U MTaMIIa ¢ HAMMEHOBAaHHEM U QOPMOii COOCTBEHHOCTH MPOJIABIIA 0043aTEIIBHO).

TexHIYECKOE OCBHIETEILCTBOBAHUE HMPUOOPOB (Je(eKTalys) Ha MpeIMeT YCTAHOBJICHHS TapaHTHIHOTO CIIydas NPOHW3BOIHUTCS
TOJIBKO B aBTOPH30BaHHOM MacTEpPCKO.

TIponsBoauTens He HECET OTBETCTBEHHOCTH TIepe]l KIIMEHTOM 3a NPSIMBIC I KOCBEHHBIC YOBITKH, YITYICHHYIO BBITOLY MIIM HHOI
ymiep0, BO3HUKIIHE B PE3y/IbTaTe BBIXOJIA U3 CTPOS IIPHOOPETEHHOTO 000PY/I0BaHHS.

TIpaBoBOIi 0OCHOBOI HACTOSIIIMX TAPAHTHITHEIX 0053aTENIBCTB ABIACTCA JCHCTBYIOIIEE 3aKOHOIATENIECTBO, B YaCTHOCTH, DeiepabHbIil
3akoH P® “O 3ammure npas norpeduress” u I'paxnanckuii kogeke PO 41T cr. 454-491.

ToBap moxy4eH B UCIIPABHOM COCTOSIHHH, 0€3 BUIMMBIX TIOBPEKICHHI, B IOJTHOIH KOMIUIEKTHOCTH, IPOBEPEH B MOEM HPUCYTCTBHH,
TIPETEH3HH 10 KadecTBy ToBapa He nMero. C yCIIOBUSIMHU TapaHTHITHOTO 00CITy KHBAaHHS O3HAKOMJICH M COITACEH.

Tlonmuch TonyyJaress

HCpC}I Ha4aJIOM 3KCITyaTalluk BHUMATEJIIBHO O3HAKOMBTECH C HHCprKHP[Cﬂ o 3KCHJIyaTaHI/[]/I!

TTo Bonpocam rapaHTHHHOTO 06CTYKHBAHHS M TEXHHYECKOH MOIEPKKH 00paIaThes K IPoIaBIy JTaHHOTO TOBapa
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CBUOETEJIbCTBO O NPUEMKE N NPOOAXE

HAWMEHOBAHUE U TUIT ITPUBOPA

CootBercTByeT

obo3HauCHNE CTaH1apTa U TEXHHYECKUX yCHOBHﬁ

Jlara BbInycka

Itamn OTK (ki1eiimMo mpreMInuKa)
Ilena

Iponan(a) Jlara nponaxu
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